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An improved instrument for the measurement of stress in electrodeposits is described. 
Its operation entails the electrodeposition of a metal coating on the outside of a metal helix 
and the measurement of the change in radius of curvature of the helix induced by the stress 
in the electrodeposit. The change in radius of curvature is read from a dial on the instru- 
ment. Formulas for the calculation of stress are given, and sources of error and correction 
factors for them discussed. Data are presented to demonstrate the reproducibility of 
measurements and the validity of the results. The variation of stress with plate thickness has 
been investigated and shown to be related to the variation in grain size of the deposit. The 
advantages of the instrument and fields for its application are indicated. 



I. Introduction 

It has been known for many years that fre- 
quently there is stress, either tensile or compressive, 
in elec trod eposi ted metal coatings. This was 
discovered as early as 1877 by Mills [1] l , who 
called it "electros triction." In 1909 Stoney [2] 
made the first quantitative measurements of 
stress in electroplates, using as the measuring 
instrument a straight metal strip, which was 
insulated on one side. Since then most investiga- 
tors [3 to 11] in this field have used the same 
instrument, with certain refinements that will be 
noted later. The evaluation of stress by X-ray 
diffraction measurements has been attempted by 
a number of investigators [8, 12, 13, 14], but 
these results are difficult to interpret owing, 
among other factors, to the effect of grain size 
on X-ray patterns. 

The main purpose of this paper is to describe 
an improved instrument for measuring stress in 
electrodeposits and to present formulas which 
may be used to calculate the stress. As there has 
been some confusion in the literature on the formu- 
las for this calculation, a rigorous mathematical 
derivation and a discussion of the various formulas 
to show the correlation among them, and the condi- 

1 Figures in brackets indicate the literature references at the end of this 
paper. 



tions of applicability of each, are presented in 
RP1954. 

The second purpose of this paper is to demon- 
strate the effect of certain variables on the stress 
in electrodeposits. 

Many authors have indicated the important 
effects of stress on the quality of plated articles. 
Excessively high stress may cause peeling, blister- 
ing, or cracking of the deposit and thereby render 
the base metal more susceptible to corrosion. It 
may also induce failures by the phenomenon of 
" stress corrosion." 

It is desirable to use stress measurements not 
only in researches on plating, but also in produc- 
tion control to safeguard the quality of work. An 
instrument for such a purpose should be rugged, 
easily operated, self-contained, and comparatively 
inexpensive. The Stoney instrument and its mod- 
ifications have proved valuable as research tools, 
but they do not adequately meet these other 
criteria. 

Stoney [2], Phillips and Clifton [10], and Soder- 
berg and Graham [11], placed a straight metal strip 
in a suitable fixture and plated the strip on one 
side only. Stoney permitted the strip to bend con- 
tinuously during plating, whereas in the other two 
studies the strip was held rigid during plating and 
was allpjflted^to^bend some time after plating was 
stopped. In all three cases the radius of curva- 
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ture of the bent strip was determined by measuring 
the camber (sagitta of the arc) of the bent strip. 
To do this, some type of special gage, such as 
was recommended by Phillips, or a microscope 
with a calibrated vernier focussing adjustment, is 
required. 

Barklie and Davies [5], Marie and Thon [6], 
Jacquet [7], Hume-Rothery and Wyllie [8], and 
Martin [9], set the strip in a suitable fixture, al- 
lowed it to bend during plating, and observed and 
measured the displacement of one end of the strip 
through a microscope with a calibrated eyepiece. 
By this procedure, the displacement actually mea- 
sured was four times that measured by Stoney's 
method for strips with equal radii of curvature. 

Kohlschutter and Vuilleumier [3, 4], attached a 
thin glass pointer to the bottom of the strip at an 
acute angle, so that it emerged from the solution 
and passed across a scale when the strip bent dur- 
ing plating. This apparatus is fragile; it is diffi- 
cult to attach the glass to the metal; and in addi- 
tion, the sensitivity of the instrument is reduced 
by the weight of the glass at the end. The scale 
deflections observed are difficult to convert to ab- 
solute values of stress. 

It will be noted that the first two methods re- 
quire special auxiliary gages or calibrated micro- 
scopes for measurement and that the measured 
linear displacements are very small. The Kohl- 
schutter apparatus is fragile, and it is difficult to 
determine the absolute values of stress from the 
observations made with it. 

The new instrument developed at this Bureau 
meets to a reasonable degree the criteria for an 
instrument suitable for both production control 
and research. We have designated it the "spiral 
contractometer." 



its stress by contracting, it exhibits " tensile stress." 
The change in the radius of curvature of the helix 
is a measure of the stress in the plate. The change 
in radius of curvature is actually measured by the 
angular displacement of one end of the helix while 
the other end is held rigid. This angular dis- 
placement may be magnified conveniently by the 
use of gears and may then be read directly on 
the dial of the instrument. Figure 1, A, shows the 
assembled contractometer. Figure 1, B, shows the 
instrument with the helix detached. Figure 2 
shows a modified instrument with the dial face 
vertical instead of horizontal. The parts of the 
instrument are shown in figure 3. 



. 





Figure 1. Spiral contractometer. 

A, Contractometer completely assembled for stress determination; B, con- 
tractometer with helix removed. 



II. Description and Operation of the 
Spiral Contractometer 

The spiral contractometer is based on the use 
of a helix, instead of a straight strip, for the meas- 
urement of stress. A flat strip is wound to form 
a helix and is plated on one side only. The stress 
in the deposit causes the helix to wind more tightly 
or to unwind, depending on whether the stress is 
compressive or tensile. When the plate is depos- 
ited under compression and relieves its stress by 
expanding, it exhibits "compressive stress. " When 
the plate is deposited under tension and relieves 



The basic assembly (fig. 3) consists of a stainless 
steel disk, 7, to the center of which is anchored a 
housing and bearings, 4, for the pointer gear, 5. 
The pointer, 2, is rigidly anchored to its gear, which 
rotates freely with its shaft in the bearings. The 
entire pointer assembly is counterbalanced with a 
weight on the other side of the gear. One end 
of an arm, 3, is attached rigidly to the torque 
rod, 9. At the other end is a gear segment, 6, 
which meshes with the pointer gear. The pitch 
diameter of the gear on the arm is ten times as 
great as that of the pinion (or pointer gear) and 
gives tenfold magnification of the angular dis- 
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Figure 2. Model of contr ado meter with vertical dial face . 

placement of the torque rod. The top end of the 
torque rod rotates freely in a small hole in the 
disk. 

The guard tube (B) is slid on over the collar, 
8, and anchored with its set screw. The plastic 
base, 10, is than attached to the torque rod with 
its countersunk set screw. The helix does not 
touch the guard tube. To attach it for a run, 
it is slid over the assembly and than locked in 
place, on the collar, 11, and the plastic base, 10, 
by clamps D and E. These clamps serve not 
only to hold the helix tightly, but also, by acting 
as electrical guards, give a very uniform current 
distribution over the active length of the helix. 
By loosening the set screw on the guard tube (2?) 
the assembly is slid up or down over the collar, 



8, until the lever arm, ;>. is raised clear of the dial 
disk, 7, and the gears, 5 and G, properly mesh. 
By rotating the guard tube, the pointer may be 
set at any desired place <>n the dial. The set 
screw is then tightened, the plastic cap (F) is 
placed on the instrument, and the entire assembly 
is suspended in a plating solution by the hanger, 
1, so that the solution level is somewhere on the 
top clamp (D). By connecting the positive lead 
to a suitable anode and the negative lead to the 
wire on clamp D, plating on the helix proceeds. 
Since the top of the helix is firmly anchored, only 
the bottom turns during the plating. The rota- 
tion is transmitted to the pointer with a tenfold 
magnification and is read in degrees on the 
graduations at the edge of the disk. 

Between normal operations the instrument need 
not be completely disassembled except for oc- 
casional cleaning. In that case, the disassembling 
and assembling can be done in less than 5 min. 
For successive runs, only the helix and clamps 
need be removed or replaced, leaving the rest 
of the instrument assembled. 

Since the helix is the heart of the instrument, it 
merits some detailed description. The helix is 
made by winding a metal strip of uniform width 
and thickness on a %-in. steel rod at a pitch such 
that there are neither spaces nor overlaps between 
the coils. The width of the strip is about 0.7 in. 
(18 mm). The thickness is determined by the 
rigidity desired for a particular application. The 
range of 0.01 to 0.03 in. (0.25 to 0.75 mm) has 
been found most useful for this work. For de- 
posits with very high stresses, thicker strips may 
be used. When the winding is completed, the 
ends are anchored to the rod by screws. The 
helix is then fully annealed in vacuo, in order to 
relieve the stresses due to cold working and thus 
prevent uncoiling. After annealing, the rod is 
mounted in a lathe and the helix is cut off at the 
desired length. The helix is then stretched length- 
wise until the coils are separated from each other 
by a distance of about 0.02 to 0.04 in. (0.5 to 1.0 
mm). The inside rod is then removed and the 
helix is ready for use. 

As there is some effort involved in properly pre- 
paring a helix and in measuring and calibrating it, 
it is fortunate that one helix can be used for many 
determinations. It was found that by using an 
18:8 stainless steel helix for metal deposits that 
can be stripped with nitric acid, and a copper 
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Figure 3. Schematic drawing of contracto meter and its parts 



A, Basic assembly; B, guard tube; C, helix; D, top clamp with soldered wire lead; E, bottom clamp; F. plastic cap with removable calibration assemble; 
G, top view of dial face. 1, hanger; 2, pointer; 3, lever arm; 4, housing and bearings; 5, gear on pointer; 6, gear segment on lever arm; 7, dial face graduated 
in degrees; 8, collar; 9, torque rod; 10, plastic base with set screw; 11, plastic collar; 12, plastic bearing; 13, removable pulley for calibration; 14, balancing 
weight on pointer. 



helix for metals that can be stripped with hydro- 
chloric acid^ the helices can be reused almost 
indefinitely without appreciable change in their 
dimensions, elastic moduli, or deflection constants, 
provided reasonable precautions in handling and 
storing are used. When stainless steel helices are 
used, it is generally necessary to apply a special 
nickel strike, followed by a cyanide copper strike, 
to obtain good adherence of the deposit whose 
stress is being measured. 

The steps involved in a stress determination are : 

1. Clean the helix and apply a strike plate if 

desired. 

2. Dry and weigh the helix. 

3. Stop-off the inside of the helix by dipping a 

test-tube brush in thinned stop-off lacquer 
and passing it once through the helix. 

4. Wipe the outside of the helix with acetone to 

remove the excess stop-off lacquer. 

5. Dip in hot alkali and in an acid dip (or other 
suitable preplating dips) and rinse. 

6. Mount the helix on the contractometer, set 

the clamps, adjust the pointer to the de- 
sired position, and replace the cap on the 
dial. 



7. Immerse in the plating solution and start the 

plating. 

The helix may be allowed to twist as plating 
progresses and a record kept of the displacements 
with time by taking periodic readings; or the 
pointer may be clamped before the plating starts 
and released at the end of the run. The clamping 
of the pointer prevents the helix from twisting 
until the plating is completed. Successive stress 
determinations by these two methods gave the 
same results within the experimental error. 

8. At the end of a run, remove the helix, dissolve 

the lacquer from the inside of the helix 
with acetone, and clean and dry the helix. 

9. Weigh the helix to determine the average 

thickness of the deposit. 

10. Strip the deposit from the helix by suitable 

means. 
The stress is calculated from the observed de- 
flection, the physical constants and dimensions of 
the helix, and the average thickness of the coating, 
which is determined from the* increase in weight of 
the helix. 

For this calculation the following dimensions of 
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the helix arc measured with an accuracy of a few 
percent : 

1 . The outside diameter of the helix. 

2. The thickness of the strip. 

3. The pitch of the helix. 

4. The height of the exposed portion of the helix 

between the clamps (or the plated portion) 
with the helix considered as a cylinder. 

The first two are measured with a micrometer. 
The third and fourth quantities are determined by 
compressing the helix so that the coils just touch 
each other, and the appropriate distances meas- 
ured with a centimeter rule. The height is A, and 
the pitch is p in figure 3, C. 

As will be shown later, the calculation is simpli- 
fied if the deflection constant of the helix, that is, 
the torque required to cause a deflection of 1 
degree is determined. This can be done by attach- 
ing a cotton thread to the lever arm near the gear 
segment, drawing the string through a hole in the 
side of the plastic cap and over the removable 
pulley, 13 (fig. 3) on the cap. With a helix 
clamped in place as described previously, weights 
are attached to the end of the string and the de- 
flection is read on the dial. It is desirable to 
load the string with about 10 or 20 g as a zero 
load and to measure the deflection caused by 
increasing the load. The string is kept approxi- 
mately perpendicular to the lever arm by rotating 
the cap in a plane parallel to the dial. By measur- 
ing the distance on the lever arm from the string 
to the torque rod, and using the known load in 
grams, a deflection constant that shows the rela- 
tion of the bending moment to the degrees of 
deflection may be calculated for the helix. 

III. Calculation of Stress 

Although on certain projects it may be sufficient 
to express the stress at any stage by a scale deflec- 
tion, as some investigators have done, it is prefera- 
ble to express the results in absolute values. The 
formulas by which this may be accomplished are 
based on those of Stoney, with certain modifica- 
tions to adapt them for use with a helix instead of 
a straight strip. 

The following symbols will be used throughout 
this section: 

S= stress. 
*SV=true (or corrected) stress. 
E= Young's modulus of basis metal strip. 



Z? c = Young's modulus of coating. 

7? = pitch of strip. 

£=thickness of basis strip. 

r/= thickness of deposit. 
A (l/r)= change of curvature induced by deposit. 

h = height of plated portion of helix. 
D= angular deflection of helix in radians. 
D= angular deflection of dial needle in de- 
grees. 
M= bending moment. 
K = deflection constant of helix. 

C= outside diameter of helix. 

The basic formula used in this work is: 



s=gx*G> 



(i) 



The change in curvature induced by the deposit 
(the difference between the initial and final curva- 
ture of the helix) is: 



7)p 



A G)-5I- (2) 

Substituting in eq 1 and rearranging terms, 

(3) 



EPp D 



with E in pounds per square inch; t, C, h, p, and d 
in inches; and D in radians; S is in pounds per 
square inch. E, t, C, h, and p are constants of the 
helix; d is determined from the weight of deposit; 
and D from the deflection of the needle on the 
instrument. 

The derivation of this formula entails the as- 
sumption that the thickness of the deposit is 
negligible compared to the thickness of the basis 
metal strip. When the thickness of the deposit 
is appreciable, it must be considered for accurate 
results and this is done in Stoney 's second formula: 



s-^TKO- 



(4) 



Equation 4 may be written in terms of eq 1 and 
a correction factor thus: 



0^=0 



H) 



(5) 



A final refinement of the formula is required in 
order to take into account the difference in modu- 
lus which may exist between the basis metal and 
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the deposit. This is done with a fair degree of 
accuracy (though it is not mathematically exact), 

by 



Sr=s(l+§X$ 



(6) 



One of the important advantages of the spiral 
contractometer is the fact that it is possible to 
calibrate it and thus eliminate errors due to dif- 
ferences in the physical properties of the helix 
from the published values usually associated with 
the metal from which it is made. The deflection 
constant of the helix is evaluated by 



M=KD 



(7) 



where M= bending moment = weight of applied 
load X distance from fulcrum. The stress may 
be calculated from this deflection constant by 



pt a 



(8) 



If K is in inch-pound per degree, D in degrees, p, t, 
and d in inches, then S is in pounds per square 
inch. S T is obtained from S by eq 6, as indicated 
previously. 

From the data obtained in calibrating a helix, 
its modulus can be calculated by 



E= 



2.16X10 4 i?Cft 



p 2 f 



(9) 2 



where K is known from the calibration, and p, 
t, C, and h are measured dimensions of the helix. 
The use of these formulas in a typical stress 
determination is demonstrated in the appendix, 
p. 103. 

The detailed discussion and derivation of these 
formulas appears in RP1954, but a few comments 
are in order here. The value of stress obtained 
by using the simpler approximate formulas 3 and 
8, can be seen to approach the true stress (S T ) as 
d/t approaches zero. Even when d/t is as high as 
0.1, the values differ by only 10 percent, which 
may be considered to be the magnitude of the 
experimental error in a measurement of this type. 
In the experimental work described in this paper, 
the largest d/t ratio used was 0.05, and many 

2 This equation applies to an instrument with a gear ratio of 10:1. The 
general formula is 



_, 2.16X10*KCh 

E= — w* — ° 



where g is the gear ratio. 



experiments were made with d/t ratios of 0.03 
or less. Best practice requires that d/t be kept 
as low as practicable because of the departure of 
the behavior of the helix from the simple flexure 
theory and the increase in certain other errors as 
the radius of curvature decreases. When, how- 
ever, d/t in a particular experiment happens to be 
large or if higher accuracy is desired, it is simple 
to apply the correction factor of eq 6 to obtain an 
exact value for stress when E c /E=l. Even when 
the moduli of the basis metal and coating differ, 
the value of S T obtained from eq 6 will differ 
from that obtained by the far more complicated 
exact formula by only a few percent, at most. 

Lastly, it should be noted that the formula pre- 
sented by Soderberg and Graham [11], i. e., 

m±df m 
St ~ w xa v/ 

while slightly different from eq 4, does not actu- 
ally conflict with it. As shown in RP1954, the 
slight difference between the two is a result of the 
different experimental conditions used for measur- 
ing stress. In the present case, the strip is allowed 
to bend during plating, and in their experiment, it 
was held rigidly during plating. These cases 
require somewhat different mathematical treat- 
ment. The magnitude of the differences between 
stresses obtained by using the two formulas varies 
with d/t and is about 10 percent when d/t =0.0 5. 
In summary it may be said that for most ordi- 
nary applications of the spiral contractometer 
stress may be simply calculated by using eq 3, or 
better, by using eq 8. For high accuracy when 
d/t and E c /E are high, the value thus obtained 
may be multiplied by a simple correction factor, 
as in eq 6, to obtain values of stress differing 
from the exact value by only a small fraction of 
the experimental error usually attending a stress 
determination. 

IV. Evaluation of the Instrument 

Some of the factors that may affect the precision 
or accuracy of the instrument were studied. The 
current distribution over the helix was investi- 
gated by determining microscopically the thick- 
ness of metal deposited over the length of the 
helix. Under the most unfavorable conditions, 
which involved plating on the helix when it was 
immersed in a large plating tank, the average 
deviation of the plate thickness on the helix was 
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±3 percent from the moan. A stop-off lacquer 
must be used on the interior of the helix to prevent 
plating there. If too thick a layer is used it may 
affect the deflection constant of the helix. With 
a lacquer coating weighing about 0.2 g/dm 2 , the 
calibration constant of the helix was changed by 
about 15 percent. However, a lacquer coating of 
about 0.05 g/dm 2 , (about 0.0002 in., or 0.005 mm, 
thick), had no significant effect on the deflection 
constant of the helix, and afforded satisfactory 
protection to the inside. In some experiments, 
plating on the inside of the helix was prevented by 
making the guard tube cathodic to the helix, in 



order thai the inner surface of the helix would be 
anodic. This method works fairly well with acid 
solutions of copper and nickel, but not with solu- 
tions having good throwing power, such as the 
cyanide copper solution. There is also some 
uncertainty in determining the actual current on 
the outside of the helix. 

Data presented in table 1 show that within 
experimental error, the nature of the helix used 
had no effect on the measurement of stress. 
Helices of 18:8 stainless steel and of copper, each 
in several different thicknesses, gave about the 
same results. 



Table 1. Reproducibility of measurements with copper and stainless steel helices of various thicknesses 



Run 


Helix 


Type 


t 


d 


S 


St 


Correction 
factor 


1 


D 
K 
E 
F 
F 

G 

a 

n 

B 
B 

J 


Cu 


in. 

0.0197 
.0224 
.0224 
.0219 

-.0219 

.0228 
.0228 
.0315 
.0131 
.0131 

.0196 
.0333 


(m.X/0-") 
£.58 
0. 07 
6. 36 
6.16 
6.10 

5.98 
5.98 
5.58 
6.62 
6.62 

6. 20 
6.26 


Zb/m. 2 X 103 
15.5 
15.5 
14.5 
13.8 
17.4 

18.1 
13. 2 
14.8 
14.7 
14.7 

15.8 
16.5 


M/m. 2 X10 3 
16.5 
16.3 
15.3 
14.5 
18.3 

19.0 
14.0 
15.4 
15.5 
15.5 

16. 5 
16.9 


1.06 
1.05 
1.05 
1.05 
1.05 

1.05 
1.05 
1.04 
1.05 
1.05 

1.04 
1.02 


2 


Cu... 


3 ._ 


Cu... 


4 


Cu... 


5 


Cu 


6 


Cu... 


7 

8 . 


Cu 


Cu 


9 


Stainless steel 


10 

11 

12 


do 


do 


...do... 






Average (all runs) 


15.4±7.5% 
15.388±8% 
15.425rt5% 
0.2% 


16. 2±7% 
16. 123±8.5% 
16. 100±3% 
0.2% 


Average Cu helices only (8 determinations) 








Average stainless steel helices only (4 deter 


minations) 






Percentage difference between averages for 


steel and Cu helices. 

















Since the coating on a helix must be stripped 
after each run, the constancy of the calibration 
must be known. Stainless steel helix B, 0.013 in. 
(0.33 mm) thick was used during a period of 3 
months for about 15 stress determinations. It 
was calibrated at various times, with the results 
shown in table 2. The constancy of the deflection 
constant, K, is clearly demonstrated, as well as 
the reproducibility of the calibration. 

A source of error exists in the determination of 
the deflection constant of the helix by the direct 
loading method, if the helix is made from a thick 
metal strip. It was found that considerable 
torsion of the torque rod then occurred if large 
moments were applied to the lever arm (3 in fig. 
3). On the other hand, no compensating error is 



Table 2. Constancy of the calibration constant of stainless 
Steel helices 



Elapsed time 


k 


K 


Days 



deg/g-cm 
2.13 
2.15 
2.14 
2.12 


in.-lb/deg 
4.06X10- 4 
4. 03X10-* 
4. 05X10-* 
4. 10X10-* 


25 


40 


91 


Average (helix B) 


2. 14 ±0. 6% 


4. 06X10-* ±0.6% 





involved in measuring the stress in a coating, 
since only a negligible amount of torsion in the 
torque rod is required to turn the pointer. In a 
calibration, one can check whether or not the 
torsion in the torque rod is significant by keeping 



Spiral Contractometer 



95 



the bottom of the helix at rest when the turning 
moment is applied to the lever arm. 

The reproducibility of the instrument was deter- 
mined by making 12 stress determinations in a 
purified Watts nickel solution of the following 
composition : 



NiS0 4 .7H 2 
NiCl 2 .6H 2 0_ 
H3BO3 



TV 


g/liter 


1. 8 


240 


0. 38 


45 


. 5 (M) 


30 



oz I gal 
32 

6 
4 



pH = 3.0 to 3.5 



The determinations were made at 55 °C and 2.5 
amp /dm 2 (23 amp/ft 2 ), with approximately 30-min 
runs, each giving approximately 0.0006 in. (0.015 
mm) of nickel deposit. Five copper helices and 
three stainless steel helices of varying thicknesses 
were used for the 12 runs. The copper helices were 
electrocleaned as cathode, dipped in a 20-percent 
HC1 solution, rinsed and dried. After weighing 
them and stopping off the inside as described 
previously, they were wiped with acetone, dipped 
in the hot alkali cleaner, then in a 20-percent HC1 
solution, and rinsed. They were then mounted on 
the instrument and plated. The stainless steel 
helices were electrocleaned anodically, dipped in 
20-percent HC1, struck with nickel for 30 sec at 6 
v in a Woods nickel solution, rinsed, and struck 
with copper for 10 sec at 4 v in a cyanide copper 
solution. They were then rinsed, dried, and treated 
in the same way as the copper helices. 

Table 2 shows the results of these runs. It can 
be seen that the average deviation from the mean 
in the series is less than ±8 percent, which may be 
considered satisfactory for a measurement of this 
type. A large part of these variations probably 
lies in the plating procedures rather than in the 
instrument. The average stress determined with 
the stainless steel helices differs by 1 percent from 
that obtained with the copper helices, which is well 
within the experimental error. The average devia- 
tion from the mean is less with the steel helices 
than with the copper. This may be caused by the 
greater dimensional stability of the steel helices 
and their smaller tendency to be permanently 
deformed on handling. For highest precision it 
seems advisable, therefore, to use stainless steel 
helices whenever applicable, that is, with any 
metal deposits that can be stripped with HN0 3 . 



The validity of the results obtained with the 
instrument, that is, the extent to which the instru- 
ment measures stress and not some extraneous 
factors, cannot be directly determined, since there 
is no absolute method for measuring stress in 
deposits. The validity of the determinations of 
stress is confirmed by comparison with results ob- 
tained by other methods of measurement in baths 
of various types. 

An indication of the validity of the calculations 
of stress was obtained by comparing the value of 
Young's modulus for a helix, as calculated from the 
deflection constant, with the known value. From 
the average value of K for the stainless steel helix 
described in table 2, and eq 9, the modulus is 
calculated to be 29.2X10 6 lb/in 2 . 3 This compares 
with 29X10 6 lb/in. 2 for E of 18:8 stainless steel as 
given in the literature [15]. A similar calculation 
of E for the copper helices D— G in table 1 gives 
an average value of 15.3 X10 6 lb /in. 2 Timoshenko 
[16] lists 16X10 6 as E for cold-rolled copper and 
Soderberg and Graham [11] report the value as 
15.6X10 6 . 

It should be noted here that helices whose k<^ 
approximately 0.75°/g-cm give low values for E. 
This is explained by the fact that a portion of the 
bending moment applied in calibration is absorbed 
by the twisting of the torque rod of the instrument 
as indicated above. With the stiffer helices, such 
as H, I, and J, the portion absorbed by the torque 
rod becomes appreciable compared to the twisting 
of the helix, whereas with the weaker helices this 
portion is negligible. It is interesting to note, 
however, that a stress determination taken with a 
stiffer helix gives results equivalent to those 
obtained with the thinner helices, if the deflection 
observed with the stiff helices is used in eq 3 with 
the known modulus rather than in eq 8 with the 
calibration constant. 

If it is necessary to consistently use stiff helices 
in some application, it would be desirable to use 
a thicker torque rod in order that the helices with 
lower values of k could be calibrated. 

In comparing values for stress in electro- 
deposits, the thickness of the deposit must be 
specified. The variation of stress with thickness 
will be considered later in some detail. Typical 
values for stress in nickel deposits plated from a 
carefully purified and electrolyzed Watts nickel 



} This calculation is shown in detail in the appendix. 
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solution of composition specified above, at 55° C, 
2.5 amp/dm 2 and pH 3.0 to 3.5 are shown in table 3. 

Table 3. Best values of stress in nickel deposited from 
Watts bath 

Tlating conditions: Watts nickel, temperature =55° C, pH=3.0 to 3.5, 
current density = 2.5 amp/dm 2 . 



Stress 


Thickness 


S 


St 


lb/in* 

15, 000 
12, 000 
9,000 


lb/in* 

16, 000 
13, 000 
11,000 


Inch 
0.0006 
.001 
.002 



In the literature the published values for stress 
in nickel coatings from a Watts nickel solution 
vary from 13,000 to 25,000 lb/in. 2 [17, 5, 10, 11]. 
As in most cases the thickness of plate, conditions 
of plating, or other pertinent data are not given, 
and as the stress varies with these factors and 
also with the purity of the plating solution, com- 
parisons of table 3 with the published values are 
not of much value. 

As all previous data on the stress in coatings, 
as well as those obtained with the helix, arc based 
on the deformation of a metal strip, an attempt 
was made to measure stress by different proce- 
dures. A direct measurement of the contraction 
per unit length was made on a nickel shell de- 
posited under stress and then freed of its base 
material. Brass tubes 6 in. (15 cm) long, z / u in. 
(0.5 cm) in diameter, and 0.028 in. (0.07 cm) in 
wall thickness were plated with 0.002 in. (0.05 mm) 
of nickel from a Watts nickel solution. Shallow 
scratches were cut at intervals along the length 
of the tubes with a fine diamond tipped tool. The 
distances between these scratches were measured 
in a travelling microscope with an accuracy of 
better than ±0.0001 in. (0.002 mm). The brass 
was then removed by immersing the tube in a 
chromic and sulfuric acid mixture and bubbling 
air up through the tube. When the brass had 
completely dissolved, the distances between the 
scratches on the nickel tube were again measured. 
An average contraction in length of 3.0X10" 4 in./ 
in. was observed. By applying Hooke's Law and 
a small correction for circumferential and relieved 
stresses, a value of 10,300 lb/in. 2 was obtained. 
Since the accuracy of measurement was about 
±0.0001 in. and the contraction in 4 in. (10 cm) 
(the greatest length measured) was about 0.0012 



in. (0.03 mm), the accuracy of the measurement 
may be considered as approximately ±10 percent. 
As the accuracy of the measurements with the 
contractometer is also about ±10 percent, the 
agreement between the stress indicated for a 
0.002-in. (0.05-mm) plate in table 3, and this 
value may be considered fair. 

Another instance of agreement with an inde- 
pendent method of measurement was secured in 
the following manner. A shell of chromium, ap- 
proximately 0.005 in. thick (0.13 mm), was plated 
on a copper tube at 85° C, 80 amp /dm 2 . On 
dissolving the copper, the chromium developed a 
single longitudinal crack, having the full length of, 
and extending completely through the wall of, the 
shell. The amount by which the shell opened up 
at the crack is a measure of the internal stress in 
the chromium. The opening and the dimensions 
of the shell were measured with a microscope, and 
the average stress was calculated by the formulas 
given by Rosenthal and Mazia [18]. The average 
stress was found to be 53,200 lb/in 2 . Chromium 
was plated under similar conditions on the spiral 
contractometer, and a value of 60,000 lb/in 2 , was 
obtained. Again, the agreement may be con- 
sidered satisfactory. 

To more fully establish the validity of the de- 
terminations of stress made with the spiral 
contractometer, they were compared with the 
results of measurements made under similar con- 
ditions by the commonly accepted method of the 
bending of a flat strip. Simultaneous stress de- 
terminations were made with the spiral contracto- 
meter and a strip contractometer according to the 
method of Barklie and Davics [5]. Both instru- 
ments were used in the same solution at the same 
time. The results tabulated in table 4 show 
agreement of the two methods within 3 percent, 
which is within their experimental error. 

Table 4. Comparison of spiral contractometer with the flat 
strip contractometer 



Run 


Spiral contractometer 


Strip contractometer 


S 


St 


K) 


S 


St 


K) 


1 


Iblin* 
15,000 
14, 700 


lb/in* 
16,000 
15, 600 


1.06 
1.06 


lb/inl 
16, 000 
14, 500 


lb/in* 

17, 000 
15, 400 


1.06 
1.06 


2 


Average 1 -_. 


14, 900 


15, 800 




15,300 


16, 200 





i Difference in average <S=2.6%. Difference in average &r=2.5%. 
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To study the response of the instrument to 
solution variants known to affect stress, the 
effects of impurities, high pH, chloride, hydrogen 
peroxide, and organic materials were investigated. 
The results shown in table 5 are in general agree- 
ment with the work of others [3, 9, 10, 11]. There 
is some disagreement in the literature on the effect 



of hydrogen peroxide. The difficulty in measur- 
ing its effect may be associated with its decom- 
position with time. To check this effect further 
the strip contractometer was run simultaneously 
with the spiral contractometer in experiments 7, 
8, and 9 (table 5), and the results are in excellent 
agreement. 



Table 5. Effect of changes in bath composition on the stress in the nickel deposits 

Thickness of deposit, 0.0006 in. 



Bath 


Solution 


8 


Variable 


1 


Watts Nickel (as made up with commercial salts), pH=3.0 

No. 1 purified with H2O2 and carbon, and electrolyzed, pH=3.0..- 
Purified Watts nickel, pH=6.0 


lb /in .2 
32,000 


Impurities. 

Do. 
pH. 
pH. 
pH. 

pH. 

}h 2 o 2 . 

H2O2. 
H2O2. 
H2O2. 
H2O2. 

Wetting agent and 
organic brightener. 

Saccharin. 

Do. 
Chloride. 


2 


15,000 ... 


3 


24,500 


4 


Electrotyping Ni bath (contains NH~t), pH 5.8 


16,000 


5.... 


Electrotyping Ni bath (contains NH|), pH 6.2 , 


15,000 


6 


Electrotyping Ni bath (contains NHlj), pH 6.8 


33,000 


7 


Purified Watts Ni-4-1 g/1 H2O2 (30%), pH-4.2 


[Very high (off scale) . 


[Very high (off scale) a . 


8 


Bath 7 after standing 1 hr at 54° C _ 


| 62,000 


l a 60,000 


9 


Bath 7 after standing overnight at 54° O - 


| 15,000 


{a 16,000 


10 


Bath 9 +1 g/1 of Nacconol EP and 0.02 g/1 of cinch onine, pH=4.2._ 
Bath 10+2 g/1 of saccharin . 


36,000 


11 


4,500 _- 


12 . 


Bath 11 -[-additional 2 g/1 of saccharin... . . 


2,700 


13 


2 N NiCl 2 , pH=5.0 


31,000 







■ Determination with straight-strip contractometer. 



It has been observed that in runs made with 
either the spiral or strip contractometer, the stress 
usually decreased w r ith thickness. This relation 
is shown in figures 4 and 5. The same phe- 
nomenon was observed by Kohlschutter and Vuil- 
leumier [31, and by Vuilleumier [4] in their work 
with the contractometer. They explained this on 
the basis of the progressive coarsening of the grain 
of the deposit with increasing thickness. Hughes, 
in commenting on Vuilleumier's paper suggested 
that the change might be due only to the stiffening 
of the strip, caused by increasing its thickness with 
the plating. That the effect is real and not due 
to increasing stiffness of the helix is shown by 
using the deflection constant for the plated helix 
in the calculation of stress. The increased stiff- 
ness of the helix accounts for only a small propor- 
tion (10%) of the decrease in stress as the deposit 
increases from 0.0001 to 0.002 in. in thickness. 

The stress which is determined for a coating of a 
given thickness is an average stress and is not a 
suitable quantity for studying the change of stress 




thickness- 
Figure 4. Stress in nickel, deposited from a carefully 
purified Watts nickel-plating solution. 

, Uncorrected stress (S); , true stress (St); __._._., instan- 
taneous stress (Si). 



98 



Journal of Research 



with thickness of deposit. Suppose that a deposit 
had a high initial stress, which then decreased to a 
constant value as the coating became thicker, 
then the average stress would show a continual 
decrease with thickness which would mask the 
fact that the stress had become constant. There- 
fore, it is more sound to relate the thickness of the 
coating to the stress in the increment of coating 
deposited at that particular thickness. This 
stress will be referred to as the " instantaneous 
stress." It is readily determined from the slope 
of the curve for the average stress as shown in the 
appendix. In figures 4 and 5 the curves of the 
instantaneous stress are compared with the curves 
for the average stress. It will be seen that the 
instantaneous stress decreases rapidly until a 
thickness of about 0.0005 in. is reached. 

The decrease of stress with thickness seems to be 
best explained on the basis of a change of grain 
size of the deposit. The following experiments 
were made to test this hypothesis. 




5 7.5 

THICKNESS-IN XIO" 4 



10 



Figure 5. — Stress in nickel, deposited from pilot plant Watts 
nickel solution. 

A, Stress of plate deposited on stainless steel helix; B, stress of plate de- 
posited on bright (small grain) side of electroformed nickel helix; C, stress of 

plate deposited on dull (largo grain) side of electroformed nickel helix; , 

true stress; , instantaneous stress. 



A sheet of nickel approximately 0.014 in. 
(0.34 mm) thick was electroformed on a polished 
stainless steel base in a Watts nickel solution. 
The sheet was removed from the stainless sled 
base, and two longitudinal strips were cut from 
the center and formed into helices. One of the 
helices was wound so that the initially deposited 
bright surface of the nickel (the side originally 
adjacent to the stainless steel) was on the outside, 
and the other helix was wound so that the finally 
deposited dull surface (the side adjacent to the 
solution) was on the outside. These helices were 
annealed at 500° C for 1 hr and were prepared for 
stress determinations as described previously. 
The helices were electrocleaned cathodically, 
activated by a 10-sec cathodic treatment in 10- 
percent H 2 S0 4 and run in the nickel solution to a 
thickness of approximately 0.0008 in. (The stress 
determination was run in the same solution in 
which the helices were electroformed.) The 
curves of figure 5 show the relation of thickness to 
stress found with the two helices. A curve for a 
run on a stainless steel helix in the same solution 
was included for comparison. It will be noted 
that the lowest stress was obtained when plating on 
the coarse-grained surface of the helix (curve c), 
the stress was higher when plated on the fine- 
grained surface (curve b) and still higher when 
plating was done on the stainless steel helix (curve 
a). It will also be noted that the slopes of curves 
b and c are much smaller than that of curve a. An 
insight into this behavior can be obtained from 
inspection of the photomicrographs taken of 
cross sections of the two nickel helices with their 
subsequently applied deposits (fig. 6). 

In each of the pictures the plate applied during 
the stress determination is on the right. In a and 
c the bright side of the helix is on the right, in b 
and d, the dull side is on the right. In figure 6, a, 
and 6, b, the progressive coarsening of the grain 
structure of the helix from the bright side toward 
the dull side can be seen. In figure 6, c, and 6, d, 
it can be seen that the grain structure of the nickel 
plate in both cases is finer than that on which it 
was deposited, but the grain size of the plate in 
figure 6, d, is larger than that in 6, c, and there are 
more instances of continuance of the basis struc- 
ture in 6, d, than 6, c. We may conclude, there- 
fore, that the order of the stresses and the slopes of 
the curves shown in the curves of figure 5 are 
related to the grain size of the deposited nickel, and 
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Figure 6. — Photomicrographs of cross sections of nickel plates on nickel helices. 

In each case the nickel plate is on the right and the helix on the left. A, nickel plate on bright side of helix, X150; B, nickel plate on dull side of helix, X150; 
C, nickel plate on bright side of helix, X500; D, nickel plate on dull side of helix, X500. 
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the amount of continuance of the basis structure. 
If there had not been some grain growth on the 
bright side of the helix (probably during annealing) 
curve 5, b, would probably have approached 5, a, 
more closely, and if perfect continuance of the 
structure of the base nickel had been obtained, 
curve 5, c, probably would have more nearly 
approached a straight line. Close examination of 
figure 6, a, and 6, b, shows that the rate of grain 
growth of nickel observed in the electro formed helix 
approximately corresponds to the rate of decrease 
of stress with increasing thickness shown in 
figure 4. It is rapid at first and then levels off. 
The low stress of certain bright nickel deposits, 
in spite of their very fine grain, does not detract 
from the plausibility of this analysis, because these 
plates invariably have a definite laminated struc- 
ture and frequently contain impurities, such as 
compounds of sulfur or carbon. These extraneous 
factors may provide planes or areas for internal 
stress relief and introduce entirely new factors into 
the consideration of the mechanical forces in the 
deposit. 

To determine whether the difference noted in 
curves 5,b and 5,c may be caused by the difference 
in micro-roughness of the surfaces of the two 
helices, a stress determination was run on a stain- 
less steel helix, to a thickness of nickel of approx- 
imately 0.001 in. (0.025 mm). The contract- 
ometer was then removed from the solution and 
rinsed, and the deposit was electropolished to a 
mirror-bright surface in about 5 min. After 
rinsing, the contractometer was returned to the 
nickel solution, and the stress determination was 
continued. A stress-thickness curve for the entire 
run duplicated figure 4 with only the slightest 
indication of any response to the electropolishing. 
As electropolishing smooths a surface without 
affecting the crystal structure, the measured stress 
must be related to the crystal structure and not 
to the micro-roughness of the surface. 

From these tests it may be concluded that the 
stress in nickel deposits decreases with increasing 
grain size. The explanation of this is beyond the 
scope of this paper, but it may be related to inclu- 
sions at the grain boundaries as suggested by 
O'Sullivan [19], or possibly to the attraction 
between crystal faces as suggested by Blum and 
Rawdon [20]. The explanation of this phenom- 
enon, together with the fundamental causes of 



stress in electrodeposits, is an important subject, 
on which further research is required. 

V. Application of the Spiral Contract- 
ometer 

The spiral contractometer may prove to be a 
valuable tool in the field of electrodeposition, both 
in research and in production control. A typical 
research application was the measurement of the 
stress of chromium deposits reported in the paper 
on properties of chromium by Brenner et al. [21]. 
In this study, the stress of chromium deposits 
produced at various temperatures was measured 
with the spiral contractometer. It was found 
that the high-temperature crack-free deposits 
(frequently referred to as "stress-free") actually 
were under high stress. The "lo w-s tress' ' deposits 
produced in the vicinity of the "bright range" 
were low in stress as a result of stress-relief by 
cracking. It was shown that when they were 
very thin, these deposits also built up considerable 
stresses before they cracked. It was concluded 
that the high- temperature conditions produced 
chromium of higher tensile strength (probably 
because of its lower oxide content), so that the 
high stresses of the chromium deposits could exist 
without producing cracking. Figure 7 shows the 
results obtained with chromium, and in addition, 
the curve for nickel drawn on the same scale for 
comparison. 
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Figure 7. Stress in chromium plate deposited at various 

temperatures. 

A curve for stress in nickel is included for comparison. 
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Cracking of a deposit is not in itself an indica- 
tion of the magnitude of stress, but rather it is an 
indication that the maximum stress at certain 
points exceeds the tensile strength of the material. 
Cracking can be induced either by conditions that 
increase the stress or lower the tensile strength. 
Inclusions, such as oxides, or basic salts, there- 
fore, may not actually raise the stress, but they 
may lower the tensile strength of the deposit. 

The spiral contractometer has been used to 
measure stresses of metals deposited from other 
solutions such as cobalt, cobalt-tungsten alloys; 
and "electroless nickel and cobalt" where metal 
deposition is accomplished by chemical reduction, 
without the use of current. This latter use sug- 
gests a possibility of its application for measuring 
stresses in nonmetallic or organic coatings that 
are applied by brushing or spraying. 

Other research problems that might be aided 
by the spiral contractometer are the search for 
stress-reducing agents, the determination of plat- 
ing conditions that give minimum stress, and the 
determination of the effects on stress of addition 
agents used for various purposes in plating 
solutions. 

An important field of application of the spiral 
contractometer is in production control. By 
periodic stress determinations in an operated 
plating tank, the presence of contamination can 
be detected. Purifying treatments can be fol- 
lowed with the contractometer, and the effective- 
ness and completeness of the treatment deter- 
mined. During production, periodic stress 
determinations can be made with this instrument 
while plating is done in the tank, and with current 
from the regular busbar. The instrument may 
also be valuable in " trouble-shooting", especially 
when the adhesion is to be improved. By a 
simple measurement, abnormal plating stresses 
may be detected, and thus either eliminated or 
confirmed as a cause of poor adhesion. 

VI. Summary and Conclusions 

A new instrument for the measurement of stress 
in electrodeposits has been described. The spiral 
contractometer has been shown to be a rugged, 
easily operated unit that gives measurements of 
stress that are reproducible in nickel solutions to 
within ±10 percent. The values obtained with 
this instrument agree well with reported values, 



with measurements made with another type of 
contractometer, and with measurements by pro- 
cedures based on different principles. The instru- 
ment is sensitive enough and accurate enough for 
research work. The convenience of its use should 
encourage its application to routine control of 
plating solutions and plated products. The ad- 
vantages of the design of this instrument as 
compared to others are (1) Convenience: No 
auxiliary optical or other types of measuring 
equipment are required. The measurement of 
deflection is taken from a dial on the instrument. 
This permits the instrument to be hung in an oper- 
ating plating tank and measurements to be taken 
on the site. (2) Sensitivity: The length of strip 
that may be conveniently used when wound as a 
helix is four to eight times that usually used in 
the straight-strip instruments. This gives a 
greater deflection for a given change in curvature. 
The deflection can be conveniently magnified to 
any desired degree by the gear system of the 
instrument. (3) The measurements are made 
at the plating temperature, thereby eliminating 
thermal errors. (4) The use of a coiled strip 
greatly reduces or eliminates errors caused by 
transverse bending. (5) The instrument can be 
easily calibrated, thus permitting simpler calcu- 
lations and eliminating errors due to variation of 
the physical properties of the helix. 

The values for stress in pure nickel deposits of 
various thicknesses and deposited under clearly 
defined conditions have been established. 

A simple formula for the calculation of stress in 
electrodeposits has been presented and it has been 
shown to be sufficiently accurate for most work. 
Where special conditions require it, a correction 
factor for use with that formula has been derived, 
by which values of higher accuracy may be cal- 
culated without the use of complicated formulas 
requiring extended computations. In addition, 
another paper has been prepared for publication 
in which the formulas for calculating stress are 
rigorously derived and the relations of previously 
suggested formulas are shown. 

The change in stress of nickel deposits with 
thickness has been investigated and shown to be 
related to the increase in grain size as plating 
progresses. 
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VIII. Appendix 

Some calculations based on data taken with the spiral 
contractometer are demonstrated herein. 

The calculation of stress of run 9, table 1, follows: 

Dimensions of Helix (Helix B) 
C= outside diameter of helix = 0.765 in. (1.94 cm). 



p=pitch of helix = 0.678 in. (1.72 cm). 
* = thickness of strip = 0.0131 in. (0.33 mm). 
&=heigW of plate = 4.49 in. (11.4 cm). 
A' = 5.57/2.60 = 2.14 deg/g-cm. 
tf = 4.05X10~ 4 in.-lb/deg (deflection constant). 

h and p are measured by mounting the plated helix on a 
%-in. rod, compressing it longitudinally until the coils of 
the helix just touch each other and measuring the height 
of the deposit and the pitch of the helix with a centimeter 
rule. 

K is obtained as follows: In calibrating this helix it was 
found that the average deflection of the pointer for 0- to 
25-g loads was 5.57 deg/g with the load attached to the 
lever arm at a distance of 2.60 cm from the torque rod, 
and /c = 5.57/2.60=2.14 deg/g-cm. 



Zr = 8.68X10-V& = 

8.68X10- 4 in.-lb). 



:4.05X10 -4 in.-lb/deg since 1 g-cm = 



The weight of nickel on the helix=1.04 g. 



d = - t 



~(?X2.54X7rCV 
where, 

g = weight of plate in grams. 
G = density of nickel. 
C= diameter of helix in centimeters. 
h = height of plated portion of helix. 
d= thickness of plate in inches. 



d = 



1.04 



8.9X2.54X3.14X1.94X11.4 



d=1.04/1575 = 6.62X10~ 4 in. 

It will be noted that for a given helix and plated metal the 
denominator is constant. The plate thickness may there- 
fore be obtained by merely dividing its weight by the 
constant denominator. 

The pointer deflection, D, observed for this deposit was 
107°. 

Substituting values in eq 8 



s = 2 -fx§ 

vt a 



2X4.05X10- 4 



, 



107 



0.678X1.31X10" 2/N 6.62X10- 4 
9.13X 10- 2 X 1.615X 10 5 = 14,700 lb/in 2 . 

It will be noted here that the first term, 2K/pt, is constant 
for a given helix and that the stress is determined by 
multiplying the ratio, D/d, by this constant. 

To determine stress by use of the known E of the helix 
instead of K, the observed deflection of the pointer in 
degrees, D, is converted to deflection of the helix in radians, 
D. 

107°/10=10.7° = deflection of helix, since the gear ratio is 
10:1. 

10.7°X7r/180=1.87X10- 1 radians = J D 
Substituting in eq 3, 



a Et 2 p £> = 29 X 10 6 X 1. 72 X10' 4 X 6.78X10- 
6irCh X d 6X3. 14X7. 65X10" 1 X4.49 



X 



6Srl^ 4=52 - 4x282= 



: 14,800 lb/in 2 . 
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E stainless steel, helix B = 29X 10 6 lb/in 2 . 

Again the first term, Et 2 p/dirCh, is constant for a given 
helix. 

The correction factor to obtain the true stress, St, is 
applied according to eq 6. 
S T =S(l+E e /Ed/t) 

= 14.7X 10 3 (1.050) EJE for nickel on steel = 1 

= 15,500 lb/in 2 . d/* = 6.62X 10- 4 /1.31X 10~ 2 

= 0.050 

The modulus of the helix is calculated from the cali- 
bration data as follows: 

Table 2 gives K=4.06X10~ 4 in.-lb/deg for helix B. 

Substituting in eq 9 

E=2.WXlWKCh/pn* 

= 2.16X 10 4 X4.06X 10" 4 X7.65X lO^X 
4.49/4.60X10" 1 X2.25X10- 6 

= 29.2X10 6 lb/in. 2 

There is no need to calculate the modulus of a helix for 
a stress determination, but it serves as a good check on the 
physical condition of a helix. 

Calculation of Instantaneous Stress (Si) 

At thickness t, S a —l/t\ Si at, where # a =stress (cor- 
rected) shown by the contractometer at thickness t. 

S a t= I Si dt; and differentiating with respect to /, 

S a + tdSJdt = Si 

But since dSJdt is the slope of the stress versus thickness 
curve, at thickness t } 

dS a /dt = m/t and Si = S a — m (see fig. 8). 



in 
{/) 

cr 




THICKNESS 

showing calculation oj instantaneous 
(Si). 



Figure 8. Diagram 



The tangent of the S T curve in figure 5 at various thick- 
nesses was found graphically, and its intercept, y, on the 
stress axis noted on the graph. Since m = y — S a , and S a 
can be read from the curve, Si can be determined at any 
thickness. 



Washington, June 18, 1948. 
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